The tricuspid valve: an unusual site of endocardial pacemaker lead fracture.
Two patients are described in this article who developed fractures of transvenous endocardial pacing leads at the point of passage across the tricuspid valve. In one case life-threatening asystole occurred, emphasizing the potential seriousness of this complication.